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Abstract A compact photoacoustic gas sensor based on a
quartz tuning fork and fiber-coupled distributed feedback
(DFB) diode laser for detection of trace gas at atmospheric
pressure has been developed. The sensor performance was
evaluated by detection of water vapor in ambient air at nor-
mal atmospheric pressure. A normalized noise equivalent
absorption coefficient of 1.68 × 10−8 cm−1 W/Hz1/2 was
achieved. Influence of different acoustic microresonators
and sample pressure on the sensor performance, and the
characterization of the sensor response time were inves-
tigated. Approaches to improve the current sensor perfor-
mance are discussed.

PACS 42.55.Px · 42.62.Fi · 43.35.Sx

1 Introduction

Laser photoacoustic spectroscopy (PAS) is widely used in
trace gas sensing applications, which is capable of a wide
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dynamic range, simplicity of use, high selectivity and sensi-
tivity [1–5]. Photoacoustic spectroscopy is based on the pho-
toacoustic effect which was first discovered by Alexander
Graham Bell in 1880 [6]. When light is absorbed by a sam-
ple, the absorbed energy is transformed to heat energy by
non-radiative processes, which results in an increase of the
localized temperature and pressure in the sample. Therefore
the absorption of modulated radiation in a sample results in
the generation of an acoustic wave. The acoustic wave can
be detected by using a sensitive microphone. The intensity
of an acoustic signal generated by photoacoustic effect is
proportional to the incident light power, absorbing sample
concentration and the absorption coefficient of the target an-
alyte.

A common approach to detect photoacoustic signal in
traditional PAS is to use a resonant acoustic cell with a
sensitive microphone [1, 2, 7–9]. Such a PAS detection
scheme can be affected by environmental and sample gas
flow noise since a microphone is designed for a widely flat
frequency response. In addition, the resonant acoustic cell
can not be made too small because of the resonance condi-
tion for an acoustic wave. As an alternative to microphone-
based PAS, two types of novel PAS sensors based on ei-
ther a cantilever or quartz tuning fork (QTF) have been re-
cently reported. In the case of cantilever based PAS, either
a miniature silicon or micromechanical cantilever is used as
an acoustic transducer. The displacement of the cantilever
is measured with a compact Michelson laser interferometer
[10–13]. Cantilever-based PAS has demonstrated a higher
detection sensitivity than that of traditional PAS: a detection
sensitivity of 1.4 × 10−10 cm−1 W/Hz1/2 was reported [11].
The use of a Michelson type laser interferometer makes the
system more complex. In addition, the cantilever approach
is also affected by environmental and sample gas flow noise
as is the case of traditional PAS. The second technique is a
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QTF based PAS (QEPAS) sensor, first reported in Ref. [14].
QEPAS enables a novel way to detect a photoacoustic sig-
nal, with several useful merits including the ability to de-
tect and quantify trace species in extremely small gas sam-
ples (few cubic millimeters) as well as immunity to am-
bient acoustic noise. In QEPAS, a low cost commercially
available mm sized QTF with an extremely high Q factor
(>10,000 at atmospheric pressure) and a resonant frequency
of ∼32.76 kHz is usually used as an acoustic transducer. In
QEPAS the acoustic energy is accumulated in the sharply
resonant QTF [14, 15], and not in a large acoustic cell as
in traditional PAS. Such an approach removes the restric-
tions imposed on the gas cell size by the acoustic resonance
conditions since the resonant frequency is now determined
by the QTF. The gas enclosure is optional in QEPAS and
serves only to separate the gas sample from the environ-
ment and allows control of its pressure. Owing to their ex-
cellent resonant and piezoelectric parameters, QTFs are also
widely used as shear force detectors for near-field scanning,
atomic force and magnetic force microscope applications,
and their properties have been analyzed in detail [16–18].
With a detection sensitivity comparable to that obtained with
traditional microphone-based PAS, QEPAS has been suc-
cessfully applied to trace gas detection of a large number
of molecules for various applications [19–24].

Analogous to conventional PAS, the photoacoustic signal
intensity in QEPAS can be described as [2, 5, 15]

S = C
αPQ

fc

, (1)

where C is constant, α is the absorption coefficient of the
target species, P is the optical power, Q is the quality factor
of the QTF, typically ranging from 104 to 105, depending
on the gas pressure, and fc is the resonant frequency of the
QTF.

In order to satisfy various applications, the sensor system
developed in the present work is designed to be operated in
three modes: wavelength scan mode, frequency locked mode
and modulation frequency scan mode.

1. Wavelength scan mode: In this mode the diode laser cur-
rent modulated at half the QTF resonant frequency fc is
slowly tuned so that the laser wavelength is swept over
the desired spectral range to acquire the absorption line
of the molecular target.

2. Frequency locking mode. The laser wavelength is locked
to the absorption line center of target species, and the
modulation frequency is set to the optimum modulation
frequency. This mode is very convenient for continuous
on-line concentration monitoring.

3. Modulation frequency scan mode: In this case, the laser
current is set to the laser wavelength at the absorption
line center of the target species, and the modulation fre-
quency is slowly tuned to sweep over the desired fre-
quency range. In this way, we can obtain the optimum
modulation frequency, the width of the QTF resonance
curve and the Q factor of the QTF.

The operating mode can be controlled by a LABWIN-
DOWS/CVI 7.0-based user interface. As an example, Fig. 1
depicts a segment of H2O absorption spectrum at ∼1.396 µm

Fig. 1 QEPAS spectra of H2O
vapor in air (650 Torr pressure)
recorded in three operating
modes, respectively:
(a) Wavelength scan mode: the
diode laser current modulated at
half the QTF resonant frequency
fc is slowly tuned to sweep over
the desired spectral range.
(b) Frequency locking mode:
the diode laser current
modulated at half the QTF
resonant frequency fc is locked
to the absorption line peak and
(c) Modulation frequency scan
mode: the diode laser current is
locked to the absorption line
center, and the modulation
frequency is slowly changed
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that was recorded by means of the three different operation
modes, respectively.

2 Sensor configuration

A schematic diagram of the QEPAS-based gas sensor plat-
form is depicted in Fig. 2. A fiber-coupled distributed feed-
back (DFB) diode laser (NLK1E5GAAA, NEL JAPAN) op-
erating at 1.396 µm and near room temperature, was used as
the excitation light source for generating the photoacoustic
signal. The diode laser current and temperature were con-
trolled by a commercial diode laser controller (ILX Light-
wave LDC-3724). Coarse wavelength tuning of the diode
laser was achieved by changing the diode laser tempera-
ture. Fine wavelength tuning was obtained by changing the
drive current or scanning the drive current of the diode laser
with a ramp voltage from a function generator. The laser
beam was collimated and subsequently focused between the
QTF prongs by use of a lens L with a 30 mm focal length.
A QTF as described in Sect. 1 was used as a photoacoustic
signal transducer. The design of the QEPAS cell is depicted
in Fig. 3, which equipped with two windows with 15 mm in-
ner diameter and two gas throughputs. The length between
two windows is 40 mm. In the present work, no effort was
made toward miniaturizing the QEPAS cell at this stage,
so the overall system can be made significantly smaller.
An acoustic microresonator consisting of two stainless steel
tubes, each 2.4 mm long and 0.5 mm inner diameter, was
aligned perpendicular to the QTF plane to enhance the sen-
sitivity of the sensor [14], as shown in Fig. 3. The effective
resonator length was made to be equal to half of the sound
wavelength (λ/2 ≈ 5.3 mm in ambient air) at fc to satisfy
the acoustic resonance condition [2].

The sensor system was designed to operate in a wave-
length modulation mode, which can effectively suppress the
background noise originating from spectrally nonselective

Fig. 2 Schematic of the QEPAS-based sensor platform using a
fiber-coupled DFB diode laser as an excitation source. L: focusing
lens, PC: personal computer with data acquisition card and GPIB card.
The fiber-coupled DFB diode laser current is modulated at half the
QTF resonant frequency fc

Fig. 3 Sketch of the QEPAS cell. QTF: quartz tuning fork; MR: mi-
croresonator

absorbers (such as QTF electrodes and the windows of the
QEPAS gas cell). The laser current was sinusoidally mod-
ulated at half the QTF resonant frequency fc/2 by a sinu-
soidal signal from the “SINE OUT” of a lock-in amplifier
(Stanford Research Systems, Model SR 830 DSP). The QTF
generated piezoelectric current was converted into a voltage
using a transimpedance amplifier with a feedback resistor
R = 10 M�. Subsequently, the QTF signal was amplified
by a preamplifier (EG&G, Model 5113) prior to demodu-
lation at fc by the lock-in amplifier. The lock-in amplifier
and diode laser current driver were controlled by a personal
computer with a GPIB card. The second harmonic signal
was acquired by an AD card and sent to the same personal
computer for further analysis. All of these functions were
performed with a software program based on LABWIN-
DOWS/CVI 7.0.

3 QEPAS-based sensor characterization

3.1 Microresonator

Most studies reported to date on the QEPAS technique
were performed by adding a microresonator to enhance the
QEPAS signal [14, 15, 19–22]. The microresonator consists
of two tubes, such as stainless steel tube, glass tube or silica
tube, with inner diameter of 0.3 to 0.5 mm [14, 15, 19–22].
The effective resonant length (overall length of the two tubes
plus the two gaps between the tubes and the QTF) was
set to half the wavelength of sound in air at the resonant
QTF frequency fc, in order to satisfy the resonance condi-
tion. In our work, two type of microresonator were inves-
tigated. One was consisted of two aluminum tubes with a
1 mm inner diameter (referred to as MR1); the other con-
sisted of two stainless steel tubes with a 0.5 mm inner di-
ameter (referred to as MR2). The length of each tube was
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Fig. 4 Comparison of H2O QEPAS signal acquired with and without
microresonator, respectively. MR1: microresonator consisted of two
aluminum tubes with a 1 mm inner diameter, MR2: microresonator
consisted of two stainless steel tubes with a 0.5 mm inner diameter.
The selected H2O absorption line is 7161.41 cm−1 with a line inten-
sity of 1.174 × 10−20 cm−1/(mol cm−2)

2.4 ± 0.1 mm. The overall resonant length of the microres-
onator was 5.4 ± 0.1 mm. The approach of installing the
microresonator is schematically shown in Fig. 3. Experi-
mentally, we found that the microresonator MR2 is better
than the microresonator MR1, as shown in Fig. 4. Finally,
the microresonator MR2 was selected, which enhanced the
QEPAS signal by a factor of ∼3. All following experimen-
tal measurements were performed with the microresonator
MR2 enhanced QEPAS configuration.

3.2 Sensor response time

The response time for a QEPAS-based sensor is determined
by QTF. For QEPAS, the energy is accumulated in the
sharply resonant QTF, and the signal is proportional to the
effective integration time t = Q/fc [14]. For commonly
commercially available QTF with a typical resonant fre-
quency of ∼32.76 kHz (exactly, 32762.65 Hz in vacuum and
32754.87 Hz at normal atmospheric pressure for the QTF
used in the present work) and a value of Q ≈ 10,000 at nor-
mal atmospheric pressure, the corresponding energy accu-
mulation time is t ≥ 300 ms at lower pressures. Therefore
the response time of the QEPAS-based sensor is limited to
∼1 s. In our performance evaluation, the diode laser current
was scanned at a rate of 2 Hz and in steps of 0.1 mA in
the wavelength scan mode. However, if the sensor operates
in the modulation frequency scan mode, it takes 6 to 8 s to
reach full response, as shown in Fig. 5. Thus, the response
time was set to 10 s when the measurements performed with
the modulation frequency scan mode. This long response
time is much larger than that in the wavelength scan mode.

Fig. 5 Dependence of the QEPAS signal and FWHM of the QTF res-
onance curve measured in the modulation frequency scan mode as a
function of response time

The modulation frequency scan mode is useful for a deter-
mination of the QTF characteristic parameters, while the fre-
quency locking mode is optimum for on-line concentration
monitoring.

3.3 Dependence of sample pressure on QEPAS signal

The sample pressure is an important operational parameter
for quantitative detection of trace gases. In fact, the reso-
nant frequency and the Q factor of the QTF vary signifi-
cantly with pressure. Thus characterization of QTF at dif-
ferent pressures is necessary. In our work, characteristic pa-
rameters of the QTF (Q-factor, resonant frequency, width of
the QTF resonance curve) were measured in the modulation
frequency scan mode. The QTF parameters were determined
by Lorentz fitting [18] of the measured data [see Fig. 1(c)]
for different pressures. From the results of the fit, we can ob-
tain the center value xc and the full width at half maximum
w of the curve. The QTF parameters can be deduced from
the following equations:

fc = 2xc, (2)

WQTF = 2w, (3)

Q = fc

WQTF
(4)

where fc is the resonant frequency of the QTF, WQTF is the
full width at half maximum (FWHM) of the QTF response
curve and Q is the quality factor.

Experimentally, the QTF resonant frequency decreases
linearly with increasing gas pressure, as shown in Fig. 6.
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Fig. 6 Pressure dependence of the QTF characteristic parameters in
the present QEPAS-based H2O gas sensor. fc : is the resonant fre-
quency, Q: the quality factor, WQTF: the full width at half maximum
(FWHM) of the resonance curve

From a fit of the experimental results shown in Fig. 6, it is
evident that the resonant frequency fc(p) can be expressed
as follows:

fc(p) = f0 + kp, (5)

where f0 is the resonant frequency of the QTF in vacuum,
p is the pressure expressed in Torr, k is a parameter spe-
cific to the QTF. We found that k = −1.023 × 10−2 Hz/Torr
and f0 = 32762.65 Hz (experimental fitted value) for the
QTF used in the present work. Furthermore, the Q factor
decreases significantly with increasing pressure, as show in
Fig. 6. The relationship between the Q factor and the pres-
sure can be described as follows [15]:

Q(p) = Q0

1 + Q0apb
, (6)

where Q0 is the Q factor value of QTF in vacuum, and a and
b are the parameters specific to a particular kind of QTF. We
found that for the QTF used in this work: a = 3.286 × 10−6,
b = 0.463, and Q0 = 50,500.

From Fig. 6, we observe that the Q factor of QTF de-
creases significantly with increasing pressure, so that the
QEPAS signal decreases, as it is proportional to the Q factor
of the QTF (see (1)). At the same time, the energy trans-
fer from vibrationally excited molecules to translational de-
grees of freedom (V-T relaxation) by means of non-radiative
processes is faster at higher pressures, resulting in more effi-
cient acoustic excitation which yields an increase of the gas
sample absorption signal with pressure. Furthermore, the
use of an acoustic microresonator also changes the enhance-
ment factor with pressure [14, 15]. These counteracting ef-
fects result in an optimum pressure at which the maximum
QEPAS signal will occur. The optimum pressure depends on
the targeted molecular species and the specific QTF used. In

general, the optimum pressure falls in the range from 50 to
300 Torr according to results reported so far in QEPAS stud-
ies [19–23].

3.4 High noise immunity

One of the most important characteristics of QEPAS is the
high immunity to ambient acoustic noise. This feature is de-
termined by the following factors:

(a) The 1/f noise is frequency dependent and therefore it
can be neglected at a relatively high resonant frequency
of ∼32.76 kHz.

(b) The vibration mode of the piezoelectric QTF corre-
sponds to a symmetric vibration: the prongs move in
opposite directions. This vibration mode is piezoelec-
trically active, while the antisymmetric vibrations re-
sulting from environmental noise is piezoelectrically in-
active [14, 15]. In other words the QTF acts like an
acoustic quadrupole.

(c) The width of the QTF resonance is extremely narrow.
The FWHM of the QTF resonance is ∼3 Hz at normal
atmospheric pressure, whereas, only 1.3 Hz at 50 Torr,
as shown in Fig. 6. Therefore only the frequencies that
occur in this narrow band can effectively excite a QTF
response.

4 QEPAS measurements of H2O vapor

The main objective of the present work was to develop a
compact and low cost sensitive gas sensor operating at at-
mospheric pressure. The sensor performance was evaluated
by selecting water vapor in ambient air as the target ana-
lyte. The absorption line selection for water vapor detec-
tion was made using the HITRAN04 database. An H2O
absorption line at 7165.82 cm−1 with a line intensity of
5.93 × 10−21 cm−1/(mol cm−2) was chosen as the optimum
QEPAS excitation wavelength. The measurements were car-
ried out with 0.64% H2O vapor in ambient air, correspond-
ing to a relative humidity of 26% at 21◦C and 1 atm.

The laser power delivered to the QTF at the target wave-
length was measured to be ∼8 mW. The QTF signal was am-
plified by a gain factor of 25 with a commercial preamplifier
(EG&G, Model 5113, bandpass filter = 10–100 kHz) before
demodulation at fc by use of a lock-in amplifier. The time
constant of the lock-in amplifier was set to 1 s (18 dB/oct fil-
ter slope, �f = 0.19 Hz). A spectrum of 0.64% water vapor
in air, measured at atmospheric pressure is shown in Fig. 7.
The noise level was determined by the standard deviation
deduced from baseline measurements in a non-absorption
portion of the H2O vapor spectrum, and was found to be
∼2.32 µV (1σ ), which corresponds to a signal-to-noise ra-
tio (SNR) of ∼690. Thus, the normalized noise equivalent
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Fig. 7 QEPAS signal of 0.64% H2O vapor (T = 21◦C, RH = 26%)
detected in ambient air at atmospheric pressure, the selected absorption
line is 7165.82 cm−1. Diode laser power delivered to the QTF cell is
8 mW, lock-in amplifier time constant is set at 1 s

absorption coefficient (1σ) of the QEPAS water vapor sen-
sor is 1.68 × 10−8 cm−1 W/Hz1/2 at atmospheric pressure.
In the reported work, we did not consider the optimum pres-
sure for the detection of H2O, because our objective was to
develop a QEPAS-based gas sensor operating at atmospheric
pressure.

5 Conclusions

A low cost, simple to use and highly sensitive gas sensor
was developed based on photoacoustic spectroscopy using a
QTF in combination with a fiber-coupled DFB diode laser.
The QEPAS sensor performance was evaluated by means
of the detection of water vapor in ambient air with a nor-
malized noise equivalent absorption coefficient of 1.682 ×
10−8 cm−1 W/Hz1/2 at normal atmospheric pressure. As the
QEPAS signal intensity is proportional to the Q factor of
QTF, and the Q factor increases at lower pressure, a higher
detection sensitivity of ∼10−9 cm−1 W/Hz1/2 can be ob-
tained if the QEPAS-based sensor system operates at an op-
timum pressure. Kosterev et al. [25] have reported H2O va-
por detection based on QEPAS at 7306.75 cm−1 where the
line intensity S is equal to 1.79 × 10−20 cm−1/(mol cm−2),
about 3.3 times higher than that used in the present work.
In this case, a normalized noise equivalent absorption co-
efficient of 1.9 × 10−9 cm−1W/Hz−1/2 was achieved at an
optimum pressure of 60 Torr.

Since the QEPAS signal is laser power dependent, the
detection sensitivity of the sensor can be improved by us-
ing high power laser sources, such as high power diode
lasers and fiber-amplified diode lasers [26]. Because the
photoacoustic signal intensity is inversely proportional to

the modulation frequency (see (1)), a QTF with a lower res-
onant frequency (∼10–15 kHz) would be desirable for sen-
sitivity improvement. Furthermore, the use of an improved
acoustic microresonator can contribute to QEPAS sensitiv-
ity enhancement by a factor of >10 depending on its design
and choice of material [14, 27].

QEPAS offers several important advantages in addition
to low cost, such as a high immunity to ambient acoustic
noise and very small sample volume. These features can po-
tentially lead to the development of ultra-compact portable
gas sensor technology for various field applications in envi-
ronmental monitoring and medical diagnostics.
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